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Construction  of  a  Flashlamp- Pumped  Dye 
Laser  and  an  Acousto- Optic  Modulator  for  Mode- Locking 


D.    A.    Jennings  and  D.    L.    Baldwin 


In  this  paper  is  presented  the  design  of  a 
flashlamp- pumped  dye  laser  capable  of  emitting 
light  pulses  500  ns  wide  (FWHM)  with  a  risetime 
of  300  ns.      The  energy  output  in  the  visible  region 
of  light  is  1  to  1  0  mj  with  an  energy  conversion 
efficiency  of  about  0.  01%  at  a  repetition  rate  of 
30  pps.      The  design  of  an  acousto- optic  modulator 
used  to  mode-iock  the  dye  laser  by  intracavity  loss 
modulation  is  presented.      The  laser  output  for  a 
given  cavity  length  depends  on  the  frequency  and 
voltage  applied  to  the  inodulator;  a  10%  -    100% 
modulated  output  can  be  obtained  with  1   V  rms  - 
Z0  V  rms,    whereas  a  train  of  light  pulses  nar- 
rower than  0.  8  ns  (FWHM)  can  be  obtained  with 
80  V  rms. 

Key  Words;     Acousto- optic  modulator;   flashlamp- 
pumped  dye  laser;  mode-locking;    sub- 
nanosecond  pulses. 

1.      Introduction 
Flashlamp -pumped  dye  lasers  were  first  reported  in  1967, 

and  improvements  too  numerous  to  mention  have  been  reported  since 

(2) 
that  date.  With  the  use  of  a  grating  or  a  few  prisms  and  proper 

choice  of  dyes,    a  tuning  range  from  400  nm  to  65  0  nm  is  accessible. 

(3) 
An  excellent  review  article         on  mode-locking  of  lasers  is 

available.     Mode-locking  of  a  flashlamp- pumped  dye  laser  at  460  nm 


(4) 
has  been  reported.  The  theory  of  mode-locking  has  been  discussed 

(5)  (6) 

by  Di  Domenico        and  Harris. 

2.      Dye  Laser  Construction 
Several  articles  have  described  the  construction  of  flashlamp- 

/  "7  \       /  O  \ 

pumped  dye  lasers.  However,    these  designs  are  for  coaxial 

systems  which  do  not  lend  themselves  to  fast  repetition  rates  due  to 
the  inability  for  flashlamp  cooling  to  be  designed  into  the  system. 
Heating  of  the  dye  solution  will  cause  thermally  induced  index  of  re- 
fraction gradients  which  lower  the  quality  of  the  optical  cavity  and 
hence  inhibit  the  performance  of  the  laser.     What  is  needed  is  a  system 
in  which  the  flashlamp  and  dye  solutions  may  be  cooled  separately.      The 
use  of  elliptical  pumping  geometry  is  adaptable  to  this  cooling  require- 
ment.    In  this  part  of  the  note  we  describe  a  flashlamp -pumped  dye 
laser  with  elliptical  pumping  and  repetition  rates  of  up  to  30  pps. 

Several  papers  have  discussed  the  use  of  elliptical  geometries 
for  laser  pumping  cavities.        '  A  block  diagram  of  the  dye 

laser  is  shown  in  figure  1  complete  with  the  ultrasonic  modulator. 
The  detailed  construction  drawings  are  shown  in  the  foldouts  1-5. 

The  laser  pumping  cavity  was  an  aluminum  cylinder  of  elliptical 
cross  section  with  a  major  axis  of  5.  4  cm  and  eccentricity  of  0.  45.      The 
flashlamp  and  dye  cell  were  placed  at  the  foci  of  the  ellipise.      The 
interior  surfaces  of  the  pump  cavity  were  highly  polished.      The  output 
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mirror  was  flat  with  a  multilayer  dielectric  coating  of  60  -   95%  reflec- 
tivity.     The  other  mirror  was  either  a  2100  line/mm  grating  blazed  at 
5  00  nm  in  the  first  order  with  a  reflectivity  of  73%  at  633  nm,    or  a 

100%  reflecting  mirror.      The  mirror  separation  was  60  -   100  cm. 

-3  -4 

The  dye  laser  uses  10        -   10       mole  solution  of  Rhodamine  6G 

in  ethanol.      The  dye  solution  was  circulated  at  a  flow  rate  of  about  10 
liters  per  minute.      The  flashlamp  has  a  9  cm  arc  length  and  a  3  mm 
bore  and  is  water  cooled.     It  is  powered  by  a  0.  1  \j,£,    20  KV,    thyratron 
dumped  capacitor.      The  flashlamp-pumpihg  system  is  capable  of  1  0  J 
per  pulse  and  30  pps. 

Some  operating  characteristics  of  this  dye  laser  without  the 
modulator  are  as  follows:     the  threshold  using  a  95%  and  100%  reflec- 
tivity mirror  is  1   -   2  J,    depending  on  the  dye  concentration.     With 
an  80%  reflectivity  mirror  and  the  grating,    the  threshold  is  around 
5  J. 

The  peak  emission  of  Rhodamine  6G  is  near  580  nm.     However, 
by  using  methanol  as  a  solvent  for  shorter  wavelengths  and  high  dye 
concentration  in  ethanol  for  longer  wavelengths,    we  have  been  able  to 
tune  the  laser  from  560  to  630  nm.      The  line  width  of  the  emission 
using  the  grating  is  ~  0.  1  nm. 

The  flashlamp  has  a  risetime  (10  -   90%  power  points)  of  300  ns 
and  fall  time  of  about  the  same  with  a  15%  overshoot  in  the  current 


pulse.      The  current  pulse  width  is  7  00  ns  full  width  at  half  maximum 
(FWHM).      The  laser  output  when  pumped  at  10  J  is  200  -   5  00  ns 
(FWHM)  in  duration  and  1-10  mJ,    depending  on  mirror  reflectivity, 
dye  concentration,    and  wavelength. 

3.     Mode-Locking  of  the  Dye  Laser 
3.  1     Mode- Locking  by  Modulation  Internal  to  the  Cavity. 

One  can  mode-lock  a  laser  by  modulating  the  losses  of  the 

(1  2) 
cavity  at  a  frequency  near  c/2L,    '        where    c   is  the  speed  of  light  in 

a  vacuum  and   L   is  the  optical  distance  between  the  mirrors  of  the 

cavity.     Modulation  depths  of  a  few  percent  to  5  0%  internal  to  the 

cavity  can  give  rise  to  100%  modulation  of  the  laser  output.      In  fact  one 

can  produce  a  train  of  pulses  with  subnanosecond  widths  separated  by 

the  cavity  round  trip  transit  time,    in  this  case  10  ns.     In  this  part  of 

the  note  we  describe  the  theory  of  modulation  of  light  by  acoustic  waves, 

the  construction  of  an  acousto- optic  modulator,    and  the  results  from 

mode-locking  a  dye  laser. 

3.  2.      Simplified  Theory  of  Acousto- Optic  Modulation. 

In  the  acousto-optic  method  of  mode-locking,    the  modulator  is 

a  fused  quartz  block  excited  at  a  longitudinal  acoustic  resonance.     In 

our  system  the  laser  beam  is  incident  parallel  to  the  wave  front  of  the 

standing  acoustic  wave;  the  laser  beam  diameter  is  much  greater  than 

the  acoustic  wavelength;  the  transit  time  of  light  through  the  block  is 


short  compared  to  the  period  of  the  acoustic  wave;  and  the  frequency 
of  the  acoustic  wave  is  near  one-half  the  frequency  of  the  fundamental 

longitudinal  mode  of  the  laser  cavity. 

(13) 
We  use  the  Raman-Nath  theory  to  describe  the  diffraction  of 

light  by  a  sound  wave.      For  a  given  width  of  the  sound  beam  measured 

along  the  path  traversed  by  the  light,    the  maximum  change  in  index 

of  refraction,    An,    has  an  upper  limit  for  the  Raman-Nath  theory  to 

(14) 
be  applicable.     Willard  gives  an  expression  for  the  value  of  An 

above  which  the  Raman-Nath  theory  yields  the  wrong  quantitative 

results  for  the  intensity  of  light  in  the  various  diffraction  orders. 

Even  so,    from  experiments  we  know  that  one  may  increase  An  past 

the  limit  given  by  Willard  to  produce  additional  modulation  depths  in 

the  zero  order  diffracted  beam  of  light.      Thus,    even  for  An  so  great 

that  the  Raman-Nath  theory  breaks  down  quantitatively  it  still  yields 

the  correct  qualitative  intensity  for  the  undeviated  beam  of  light. 

A  sound  wave  propagating  through  a  material  in  the  x- direction 

causes  variation  in  the  index  of  refraction: 

n(x,  t)  =  n     +  A  n  sin  (k     x-  w    t) 

where  n(x,  t)  is  the  index  of  refraction  with  the  confinement  of  the 

sound  beam, 

n     is  the  index  of  refraction  of  the  modulator  material  with  no  sound 
o 

beam, 


A  n  is  the  maximum  change  in  index  of  refraction, 
k     is  the  propagation  constant  of  the  sound  wave,    and 
0)      is  the  angular  frequency  of  the  sound  wave. 

In  our  case,    the  sound  wave  is  a  standing  acoustic  wave  where: 

n(x,  t)  =  n     +  An  (cos  k    x)  (sin  uu     t)     . 

The  block  then  appears  as  a  phase  grating  to  light  incident  perpendic- 
ular to  the  x-axis.      The  analysis  of  light  passing  through  a  phase 
grating  is  very  similar  to  the  analysis  of  an  ordinary  diffraction 
grating,    but  one  replaces  the  sum  over  the  apertures  of  a  diffraction 
grating  with  an  integral  over  x.     From  the  Raman- Nath  theory  we  get 
for  the  intensity  I  of  the  undeviated  beam  passing  through  a  traveling 
sound  wave: 

1=1         J2  (v) 
o         o 

2TTAnW 
v    =■ 


X 

where   v   is  the  Raman- Nath  parameter, 

X    is  the  wavelength  of  incident  light, 

W  =  the  width  of  sound  beam  measured  along  the  path  traversed  by 

the  light, 

I     is  the  intensity  of  incident  light,    and 

J      (v)  is  the  zero  order  Bessel  function, 
o 


Under  the  conditions  listed  above,    this  intensity  is  independent  of  time. 
In  our  modulator  the  light  passes  through  a  standing  sound  wave  so  one 
cannot  neglect  the  time  dependence  of  the  index  of  refraction.      In 
this  case  we  have  for  the  intensity  of  the  undeviated  beam: 

2  * 

I(t)  =  I   J      (v  sin  id    t)     . 
o   o 

(15) 

A  fourier  analysis  of  I(t)  will  show  that  the  fundamental  frequency 

(JO  ID 

of  modulation  of  the  light  is  f      =   2  — —  =  .     Modulation  at  this 

&  m  2tt  tt 

frequency  dominates  up  to  modulation  depths  on  the  order  of  30%  where 

the  second  harmonic  begins  to  give  appreciable  distortion.      Second 

harmonic  distortion  as  produced  here  might  even  improve  mode-locking. 

3.  3.      Acousto- Optic  Modulator  and  Other  Apparatus  for 
Mode-Locking  a  Dye  Laser 

The  apparatus  we  used  to  mode-lock  the  dye  laser  consisted  of 
a  transducer  bonded  to  a  fused  quartz  block  and  a  RF  voltage  source 
with  variable  frequency  and  voltage.      The  fused  quartz  block  was  a 
cube  1.  4  cm  on  a  side  with  two  pair  of  opposite  sides  optically  polished. 
It  is  desired  that  the  two  sides  be  parallel  to  within  X  /100  (X      =  wave- 
length of  sound  used)  and  flat  to  within  X    /100.      The  two  Brewster 
angle  faces  through  which  the  light  passes  should  be  parallel  to  1  0  min. 
of  arc  and  flat  to  1/5  of  the  optical  wavelength. 

The  x-cut  quartz  transducer  had  a  fundamental  frequency  of 
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20  MHz  and  was  driven  at  its  third  harmonic.     It  was  circular  in  shape, 
1.  3  cm  in  diameter,    and  it  had  evaporated  gold  electrodes.      The  top 
electrode  was  1  cm  in  diameter.      The  bottom  electrode  covered  the 
whole  bottom  of  the  transducer  and  wrapped  around  the  edge  of  the 
transducer  for  electrical  connection  from  the  top.      The  transducer 
was  bonded  to  the  block  with  a  clear  epoxy  spread  thin  with  a  razor 
blade.     It  is  desired  that  the  bond  thickness  be  less  than  X    /100  and  be 
uniform.     A  copper  sheet  with  a  1.  1  cm  diameter  hole  was  used  to  make 
contact  to  the  lower  electrode  as  shown  in  figure  2,    since  the  thin  gold 
plating  wrapped  around  the  transducer  was  troublesome  when  soldered 
to  a  small  wire  lead.     It  seems  probable  that  the  trouble  could  also 
have  been  avoided  by  evaporating  gold  right  onto  the  fused  quartz  block 
for  the  lower  electrode. 

A  signal  generator  providing  up  to  1.  74  V  rms  into  50  Q  was 
used  as  the  RF  voltage  source.     It  had  an  output  bandwidth  of  less 
than  1  KHz  and  was  easily  tuned  from  58  -   62  MHz  with  nearly  constant 
output.      The  voltage  was  amplified  to  20  -   150  V  rms  by  a  tuned  push- 
pull  tube  amplifier.      The  quartz  transducer  with  a  20  MHz  funda- 
mental frequency  and  a  1  cm  diameter  top  electrode  had  a  capacitance 
of  22.  5  pf.      The  effective  shunt  resistance  of  the  acousto- optic 
modulator  was  more  than  5  0  KQ  when  the  drive  frequency  was  a 
resonant  frequency  of  the  transducer  and  the  fused  quartz  block. 
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Thus,    undesirable  operation  would  result  from  putting  the  modulator 
at  the  end  of  a  coaxial  cable.      The  best  results  were  obtained  by  in- 
cluding the  transducer  as  part  of  the  resonant  circuit  of  a  tuned 
amplifier  and  mounting  the  modulator  near  this  amplifier  using  tinned 
copper  wires  less  than  two  inches  long.      Since  one  must  match  three 
frequencies,    it  is  desirable  that  the  applied  frequency  be  easily  adjust- 
able at  least  over  ±  2  MHz. 

A  cavity  of  optical  length  of  1.  25  m  was  used  with  a  modulator 
drive  frequency  of  60  MHz.      To  minimize  reflection  losses  and  to 
avoid  resonances  in  sub-cavities  of  the   system,    the  modulator  was 
placed  at  Brewster's  angle  as   shown  in  figure  3.      For  the   same  reason, 
the  AR  coated  windows  of  the  dye  cavity  were  tilted  a  few  degrees  from 
normal  incidence.      The  modulator  was  as  close  to  the  totally  reflecting 
mirror  as  possible.      The  multi- layer,    dielectric  coated  rear  mirror 
reflected  99.  9%  of  light  at  580  nm  wavelength  and  had  a  2.  15  m 
radius  of  curvature.      Dielectric  coated  flat  mirrors  which  transmitted 
for  5%  -   20%  of  the  light  at  580  nm  were  used  for  the  output  mirror. 

The  detection  equipment  consisted  of  a  vacuum  biplaner  photo- 
diode  driving  an  oscilloscope.      The  risetime  (10%  -   90%  max.    signal) 
of  the  photodiode  depends  on  the  DC  voltage  and  is  calculated  to  be 
0.  4  ns  with  1000  V  DC  applied.      The  oscilloscope  has  a  risetime  of 
0.  28  ns  giving  a  risetime  of  the  system  as  f  0.4     +   0.  28     -   0.  48  ns. 
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(a) 


(b) 


(c) 


Figure  4.      Oscilloscope  traces  of  the  dye  laser  output  modulated 
by  two  passes  through  the  acousto- optic  modulator 
placed  outside  the  cavity  for  various  voltages  applied 
to  the  modulator.    (5  0  ns/cm  sweep  speed) 
(a)    60  V  rms;  (b)  100  V  rms;  (c)  134  V  rms 
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(a) 


(b) 


(c) 


(d) 


Figure  5.       Oscilloscope  traces  of  the  dye  laser  output  with  the 
acousto- optic  modulator  inside  the  laser  cavity  for 
various  voltages  applied  to  the  modulator, 
(a)     10  V  rms,    20  ns/cm;   (b)  15  V  rms,    20  ns/cm; 
(c)     30  V  rms,    2  ns/cm;  (d)  30  V  rms,    20  ns/cm 
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mm 


(a) 


(b) 


(c) 


(d) 


Figure  6.    Oscilloscope  traces  of  the  dye  laser  output  with  the 
acousto- optic  modulator  inside  the  laser  cavity  for 
various  voltages  applied  to  the  modulator, 
(a)    80  V  rms,    2  ns/cm;  (b)  80  V  rms,    5  ns/  cm 
(c)     120  V  rms,    2  ns/cm;   (d)     120  V  rms,    5  ns/cm 
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The  photodiode  is  mounted  in  a  housing  with  a  5  0  Q    output  impedance. 
An  impedance  matching  transformer  was  used  to  step  up  the  imped- 
ance to  the  125  Q   impedance  of  the  oscilloscope. 

3.  4.      Results  of  Using  the  Acousto- Optic 

Modulator  to  Mode- Lock  the  Dye  Laser 

The  width  of  the  pulses  observed  on  the  oscilloscope  depended 
on  the  frequency  of  modulation  and  on  the  voltage  applied  to  the 
modulator0       Pulse  widths  of  around  1.  5  ns  (FWHM)  were  independent 
of  a  frequency  change  of  200  KHz  or  0.  3%.      The  depth  of  modulation 
of  light  passing  through  the  modulator  increases  with  the  RF  voltage 
applied  to  the  modulator  as  shown  in  figure  4.      A  modulation  depth  of 
a  few  percent  per  pass  through  the  modulator  is  sufficient  to  produce 
a  5  0%  modulation  depth  of  the  light  leaving  the  laser.      Modulation 
depths  of  5%  per  pass  produced  pulses  with  widths  less  than  2  ns 
(FWHM).     Modulation  depths  of  20%  per  pass  produced  pulses  with 
widths  less  than  0.  8  ns  (FWHM).      Results  of  the  laser  output  with  the 
modulator  inside  the  cavity  are  shown  in  figures  5  and  b. 

Pulses  as  narrow  as  0.  75  ns  (FWHM)  have  been  observed  on 
the  oscilloscope  as  shown  in  figure  7.      The  pulse  shown  has  a  risetime 
(10%  -   90%  max.    signal)  of  0.  54  ns.      Since  the  detection  system  has 
a  risetime  of  about  0.  5  ns,    we  believe  that  the  actual  light  pulses  are 
even  narrower  than  indicated  by  the  oscilloscope.      Note  that  in  figure  7 
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(a) 


(b) 


Figure  7.    Oscilloscope  traces  of  the  dye  laser  output  with  the 
acousto- optic  modulator  inside  the  laser  cavity  after 
critical  adjustment  of  frequency.      100  V  rms  is  applied 
to  the  modulator, 
(a)     sweep  speed  of  5  ns/cm;   (b)  sweep  speed  of  2  ns/cm 


(a) 


(b) 


Figure  8.         Oscilloscope  traces  of  the  dye  laser  output  with  electro- 
optic  modulator  inside  the  laser  cavity  one  meter  long. 
Approximately  600  V  rms  on  the  modulator, 
(a)  10  ns/cm;  (b)  2  ns/cm 
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there  is  a  second  pulse  whose  amplitude  is  about  10%  the  maximum 
amplitude  of  the  first  pulse.      This  second  pulse  is  about  1.  8  ns  after 
the  main  pulse.      Independent  measurements  verify  that  the  second 
pulse  is  a  reflection  of  the  first  pulse  from  an  impedance  mismatch 
between  the  detector  housing  and  the  step  up  transformer. 

The  optical  bandwidth  of  the  dye  laser  depends  on  pump  energy, 
dye  concentration  and  mirror  reflectivity.     Measurements  with  a 
spectrometer  indicate  that  the  bandwidth  for  a  given  pump  energy 
near  threshold  was  about  5  nm  with  the  modulator  turned  off  and  also 
with  the  modulator  turned  on  producing  a  train  of  1.  5  ns  pulses. 
3.  5.      Other  Methods  of  Mode- Locking 

We  have  also  tried  to  mode-lock  the  dye  laser  with  an  electro- 

*    ,  (17) 

optic  modulator. 

Pulses  as  narrow  as  1.  8  ns  (FWHM)  as  shown  in  figure  8  were 

obtained  using  this  modulator  with  about  600  V  rms  applied  at  75  MHz 

with  a  1  meter  cavity.      The  half  wave  voltage  for  the  KD*P  crystal 

we  used  was  about  6  KV. 

Pulses  less  than   1    ns  wide  were  also  obtained  by  plaeing  a 

no] 
bleachable  dye  inside  the  cavity  near  one  mirror,  but  to  get  these 

pulses  the  concentration  of  the  dyes  had  to  be  just  right.      This  was 

very  difficult  to  accomplish.      A  photograph  of  the  shortest  pulses 

obtained  by  this  technique  is   shown  in  figure  9. 


18 


Figure  9.      The  dye  laser  output  using  saturable  dye  mode-locking, 
the  sweep  speed  is  2  ns/cm. 
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